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A photothermal technique capable of measuring thermal conductivity with micrometer lateral
resolution is presented. This technique involves measuring separately the thermal diffusivity, D,
and thermal effusivity, e, to extract the thermal conductivity, k¼ (e2/D)1/2. To generalize this
approach, sensitivity analysis is conducted for materials having a range of thermal conductivities.
Application to nuclear fuel is consider by performing experimental validation using two materials
(CaF2 and SiO2) having thermal properties representative of fresh and high burnup nuclear fuel.
The measured conductivities compare favorably with literature values. VC 2012 American Institute
of Physics. [http://dx.doi.org/10.1063/1.4716474]
I. INTRODUCTION
In nuclear fuel, thermal conductivity, k, is intimately
related to energy conversion efficiency as well as reactor
safety and is arguably one of the most important material
properties. It is well known that thermal conductivity of nu-
clear fuel degrades due to changes in material microstructure
brought about by neutron irradiation. Furthermore, the char-
acter of the microstructure depends strongly on the local
environment and can change drastically over a few milli-
meters from the fuel element center to the fuel element rim.1
Much of the previous work on thermal conductivity of
nuclear fuel has concentrated on measuring the combined
thermal conductivity of the fuel, cladding, and gap.2,3
Whereas these investigations have provided important engi-
neering information, they lack the spatial resolution to
address more fundamental aspect of thermal transport.
Recently, there has been an effort to understand the funda-
mental role played by irradiation microstructure in limiting
thermal transport.1,4 Much of this work has focused on sepa-
rate effects studies using simulated extended burnup fuel.
While these studies have provided significant new insight, it
is preferable to perform post irradiation investigations on real
fuel samples as they are representative of the irradiation and
temperature conditions found in reactor. Gauging the influ-
ence of microstructure on these samples will necessitate the
development of new spatially resolved tools that can accu-
rately measure thermal conductivity on length scales com-
mensurate with microstructure heterogeneity.5
Laser-based methods have emerged as a leading candi-
date for making precise thermal transport measurements due
to their non-contact nature and well defined optical coupling
conditions.6,7 In general, these methods use a pump laser for
transient heating of the sample. This can be implemented in
the frequency domain using an amplitude modulated continu-
ous wave laser8–11 or in the time domain using a pulsed
laser.12,13 Temperature sensing is accomplished by either re-
cording black body radiation (laser flash) or using a probe
laser to record small temperature induced changes in optical
reflectivity (thermal reflectance). Laser flash methods,
designed to measure the thermal properties averaged over the
heat pulse propagation distance, have an ultimate spatial reso-
lution in the depth direction (1mm) determined by the min-
imum sample thickness.14,15 Recently, there has been work
on the development of a modified laser flash method capable
of providing near millimeter lateral resolution.16 This work
utilized a liquid nitrogen cooled mercury-cadmium-telluride
detector used for localized IR detection of blackbody irradia-
tion. In contrast, thermal reflectance methods can measure
thermal properties in the lateral direction with near micron re-
solution as well as the depth direction with near nanometer
resolution.17 The spatial resolution of these methods depends
on the thermal wavelength or the diffusion length, and is ulti-
mately limited by the laser spot size.
Because most laser-based methods measure relative
temperature changes, they are limited to measuring some
combination of conductivity, density, and specific heat. Typ-
ically researchers extract the thermal conductivity from these
measurements by performing an additional experiment to
measure specific heat. This requires destructively removing a
small volume of the test sample to be placed in a calorimeter.
For highly radioactive material, this approach raises serious
waste management issues.
The work detailed in this manuscript involves the devel-
opment of a laser-based technique to remotely measure the
thermal conductivity of nuclear fuel on a micron length scale.
This approach involves using a hybrid frequency/spatial do-
main thermal reflectance method to measure the thermal effu-
sivity, e, and thermal diffusivity, D. The thermal conductivity,
k¼ (e2D)1/2, is then extracted from these measurements. A key
point is that the effusivity and diffusivity measurements are
made at the same location on the sample surface allowing for
spatially localized measurement of the thermal conductivity.
a)Author to whom correspondence should be addressed. Electronic mail:
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II. THEORY
Thermal reflectance methods are based on the analysis of
thermal waves.8,9 In general, a thermal wave is a non-
propagating diffusion wave defined by a complex wavenum-
ber.18 In this section, models of thermal waves used for data
analysis will be discussed. The sample geometry considered
consists of a thin film of thickness h placed on a semi-infinite
substrate. The film has two important functions. First, the
film introduces a second boundary condition that explicitly
contains an expression for the thermal effusivity. Second, the
film ensures strong optical absorption, a requirement for opti-
cally transparent substrates. These requisites can be met by
coating the sample with a metallic film. Additionally, the film
material is chosen to have a large thermoreflectance coeffi-
cient (i.e., large DR/DT) at the probe laser wavelength. Both
the film and substrate are assumed to be thermally isotropic.
The heat source is provided by an amplitude modulated
laser and the temperature field is recorded using a probe laser
to sense small temperature induced changes in reflectivity.8,9
The amplitude and phase of the probe signal are detected
using lockin amplification. However, in the remainder of the
paper, we will consider only the phase profile of the tempera-
ture field. The phase profile provides direct measurement of
the thermal diffusion length, while the amplitude profile is
more difficult to interpret due to potential variations in reflec-
tivity across the sample.7
A. Frequency domain—1D model
Measurement of the thermal effusivity is a key element
in the procedure to extract thermal conductivity. It is thus
important to understand how effusivity enters into the model
describing heat flow. In general, the temperature field for 1D
sinusoidal heat flow can be represented as11,19
Tj ¼ Aj exp z
ffiffiffiffiffiffiffiffiffiffiffiffi
ix=Dj
q 
þ Bj exp z
ffiffiffiffiffiffiffiffiffiffiffiffi
ix=Dj
q 
; (1)
where the subscript j either represents the film (f) or the sub-
strate (s) and x¼ 2pf is the angular frequency. The undeter-
mined coefficients are obtained by satisfying the boundary
conditions. It is assumed that there is no heat flux into the
surrounding air at z¼ 0 and the boundary condition between
substrate and film is given by
ks
@Ts
@z

z¼h
¼ kf @Tf
@z

z¼h
: (2)
To keep the analysis simple while retaining the salient fea-
tures of the proposed method, we neglect the influence of
interface resistance. An expression explicitly containing e is
obtained by substituting the temperature field in Eq. (1) into
this boundary condition
Ases exp h
ffiffiffiffiffiffiffiffiffiffiffiffi
ix=Ds
p 
þ Bses exp h
ffiffiffiffiffiffiffiffiffiffiffiffi
ix=Ds
p 
¼ Af ef exp h
ffiffiffiffiffiffiffiffiffiffiffiffiffi
ix=Df
q 
þ Bf ef exp h
ffiffiffiffiffiffiffiffiffiffiffiffi
ix=Df
q 
: (3)
If we consider the simple case of surface heating then the
phase lag, u, of the temperature response to the heat source
at the surface of the film is given by20
u ¼ 3
4
pþ tan1 cosh
2ðNÞ½tanhðNÞ þ b½tanhðNÞ þ b1
cos2ðNÞðb b1ÞtanðNÞ
 
;
N ¼
ffiffiffiffiffiffiffi
xsf
2
r
(4)
where b¼ es/ef is defined as the ratio of thermal effusivity of
the substrate to that of the film and sf¼ h2/Df is the charac-
teristic time for heat diffusion in the film. The thermal wave
phase lag versus modulation frequency for different values
of b is shown in Fig. 1(a). In the limit of zero frequency, the
thermal wavelength becomes infinite. In this case, the solu-
tion is that of a 1D monolithic half-space with the thermal
wave phase lag approaching 45. Conversely, in the high fre-
quency limit, the thermal wavelength becomes small in rela-
tion to film thickness and hence the solution returns to a
phase lag of 45. Also note that for the case of b¼ 1, the
flow of heat is not influenced by the boundary between
the film and substrate. In principle, the thermal effusivity of
the substrate can be obtained in a straight forward manner
using single parameter fitting if the thermal properties of the
film are known.
In practice, care must be taken to ensure that the experi-
mental geometry approximates the 1D model. The key
length scales are the thermal wavelength, k¼ (D/2x)1/2, and
the laser spot size, a. As a rule of thumb, 1D behavior is
reached when a/k  1. There are two important points in
this regard. First, the thermal wave amplitude decreases with
decreasing wavelength. Second, increasing the spot size
requires additional pump power to maintain a constant ther-
mal wave amplitude. Thus, to ensure an adequate signal to
noise ratio (SNR), a compromise between the a/k ratio and
the signal amplitude must be found.
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FIG. 1. Calculated thermal wave phase lag versus frequency for
h¼ 200 nm, ef¼ 4.9 kW s1/2/m2 K, Df¼ 5.0 mm2/s. (a) 1D model (dashed
line—b¼ 0.2, solid line—b¼ 1, dotted line—b¼ 5, corresponding to
es¼ 0.98, 4.9, and 25 kW s1/2/m2 K, respectively). (b) 1D model (dashed
line) and 3D model (solid line) without considering finite optical penetration
for b¼ 0.2. (c) 1D model (dashed line) and 3D model (solid line) with finite
optical penetration for b¼ 0.2. (d) 1D model (dashed line) and 3D model
(solid line) with finite optical penetration for b¼ 5.
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B. Frequency domain—3D model
In order to accurately define the set of experimental pa-
rameters for which the 1D model is valid, we consider a full
3D model. The 1D heating source is replaced by a 3D source
having a Gaussian radial profile. For a detailed description of
this solution, the reader is referred to previous investiga-
tions.11,21 Here, we present only the results. Figure 1(b) com-
pares the 1D and 3D solutions for b¼ 0.2. At 1MHz, the
phase difference of 1D and 3D cases is less than 1 which is
comparable to the noise level of the experiment. Analysis
reveals that a 0.5 uncertainty in the phase lag gives rise to
approximately a 4% uncertainty in the substrate effusivity.
Again both solutions approach 45 at high modulation fre-
quencies. The behavior at high frequency is different how-
ever if we include volumetric heating with an estimated
penetration depth of d¼ 10 nm for a 400 nm wavelength
beam. This introduces another length scale, namely the opti-
cal penetration depth. As a result, the phase lag deviates
from 45 when the thermal wavelength approaches the opti-
cal penetration depth as demonstrated in Fig. 1(c). For this
comparison, a finite optical penetration is considered for
both the 1D and 3D cases. Now to determine the effect of b
on convergence of the 1D and 3D models, we consider the
case when the substrate has a thermal effusivity that is much
larger than the film (e.g., b¼ 5). This result is shown in Fig.
1(d). For low to moderate frequencies, the phase lag
increases with frequency in agreement with the results
depicted by the dotted line in Fig. 1(a). The important point
here is that the frequency at which the solutions converge
increases with increasing b.
C. Spatial domain—3D model
In the spatial scan method, the pump or probe beam is
scanned across the sample surface and the phase and ampli-
tude of the thermal wave are recorded.10,22 For laterally het-
erogeneous samples, scanning the pump beam requires
solving the governing equations for each pump position. In
this case, it is preferable to move the probe beam. Con-
versely for samples with varying optical reflectivity, it is best
to position the probe beam on a highly reflective region of
the sample and scan the pump beam. For the current proof of
principle study, the sample is laterally homogeneous and uni-
formly reflective. As a consequence, the probe beam is
scanned keeping the pump beam stationary. In general, the
thermal wave phase lag, Du, is a linear function of scan dis-
tance, Dx, in a region far removed from the pump beam10,25
Du ¼ Dx  q; (5)
where q is defined as the real part of the thermal wavenumber.
For an uncoated single component system, the dispersion rela-
tionship has a simple functional form: q¼ (x/2D)1/2.23 For a
film/substrate system, the dispersion relationship becomes a
complicated function of the thermal properties of the film and
substrate. Again we use the same 3D model from Sec. II B
but now we vary the separation distance between pump and
probe.10,25 Model results for the thermal wave phase for a sys-
tem composed of a thermally conductive film on a thermally
insulating substrate are shown in the left of Fig. 2. The ther-
mal parameters used in Fig. 2 correspond to case I in Table I.
The nonlinear portion of the profile near zero separation
reflects the finite beam size of the pump laser.
The right plot in Fig. 2 shows the real part of the ther-
mal wavenumber versus modulation frequency (dots) on a
log-log graph. The wavenumber is obtained by measuring
the slope, Du/Dx, of the phase profile in the far-field of the
pump. The upper and lower straight lines corresponds to a
half space composed solely of the substrate and film materi-
als, respectively [slope¼ 1=2, y-intercept¼1=2 log (2D)].
This figure illustrates that the effective thermal diffusivity
transitions from the substrate diffusivity in the low fre-
quency range (a few hundred Hz) to the film diffusivity in
the high frequency range (MHz). The transition region
moves to higher frequencies with increasing substrate
diffusivity.
III. SENSITIVITYANALYSIS
To consider the optimal operating range, we make use
of the sensitivity Sn function defined as follows:
SðnÞ ¼ @u
@lnn
¼ uðnþ DnÞ  uðnÞ
Dn=n
; (6)
where n is the parameter in question. Four thermal parame-
ters, ks, kf, Ds, es, and the heating laser spot size, a, are con-
sidered as parameters. In this section, we present sensitivity
data for two substrate materials representative of a range of
nuclear fuel materials. Case I is a low conductivity material
representative of high burnup fuel and case II is a moderate
conductivity material representative of fresh fuel. The film
material, the same for both cases, has thermal properties typ-
ical of a thin metallic film. The thermal properties of both
substrates and of the film are listed in Table I. Case I repre-
sents a system with high thermal contrast and case II repre-
sents a system with moderate to low thermal contrast. In Fig.
3(a), S(n) is plotted for a spatial scan at a modulation fre-
quency 50 kHz for case I. This plot illustrates that there is a
relatively high sensitivity to kf. This behavior is to be con-
trasted with the results at 100Hz shown in Fig. 3(b). For this
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FIG. 2. (a) Calculated thermal wave phase profiles for a two layer system at
different frequencies in the spatial domain (solid line—500Hz, dashed
line—5kHz, dotted line—50kHz). (b) A log-log plot for the thermal wave-
number corresponding to the two layer model (dots). The upper and lower
straight lines correspond to a half space composed solely of the substrate
and the film materials, respectively. Thermal parameters are listed in Table I
under case I.
103505-3 Hua et al. J. Appl. Phys. 111, 103505 (2012)
case, the sensitivity to Ds is larger than the other thermal pa-
rameters of the system. This increase in S(DS) with decreas-
ing frequency is essentially a restatement of the data
presented in Fig. 2(b). In Fig. 3(c), S(n) is plotted for a spa-
tial scan at a modulation frequency 100Hz for case II. Here,
in the far field of the pump, the sensitivity to Ds is an order
of magnitude larger than the sensitivity to other parameters.
The sensitivity to the pump beam spot size, S(a), versus scan
distance is considered individually in Fig. 3(d). The thermal
parameters used for this plot correspond to case II; however,
the results can be applied to case I as well. The sensitivity
increases rapidly near the origin reflecting the finite spot size
of the pump. For large scan distances, there is a constant off-
set between phase profiles corresponding to different spots
sizes and as result S(a) becomes flat with scan distance.
Thus, this parameter can be obtained independently from
other parameters because it only significantly influences the
model results near the origin.
Now we switch to considering sensitivity in the fre-
quency domain. In Fig. 3(e), we plot S(es) versus frequency
for case I. The sensitivity peaks in the 1–5MHz range
because in this range the thermal wavelength in the film is
comparable to the film thickness. Thus, the boundary condi-
tion between the film and substrate becomes significant. As
noted previously, it is this boundary condition that introduces
the thermal effusivity. This result can be generalized to other
substrate materials because the thermal properties of the film
largely determine the shape S(es).
Last, we consider S(n) for a frequency scan with ks, kf,
Ds, and a as parameters for case I. Each sensitivity curve dis-
plays a peak in the portion of the spectrum shown. Switching
to case II pushes these peaks to higher frequency. The impor-
tant point here is that there is no portion of the spectrum
where the sensitivity to any single parameter is dominant.
Thus, frequency domain scans typically require multi param-
eter fitting.
IV. MEASUREMENT PROCEDURE
In this section, we describe a procedure for measuring
thermal conductivity of the substrate. To do this, we need to
identify the system parameters that must be measured. As
previously stated, both Ds and es must be measured to extract
ks. In addition, the thin metallic transducer film typically has
nanometer size crystallites and as a result the thermal con-
ductivity is substantially different than the bulk due to grain
boundary scattering.23 Therefore, the thermal transport prop-
erties of the film must also be measured. This is accom-
plished using a baseline sample composed of a substrate
with known thermal conductivity and diffusivity. To ensure
that both metal films have the same thermal properties (i.e.,
same crystallite size) and thickness, the baseline sample and
sample of interest must be coated simultaneously. Assessing
these thermal parameters requires fitting model output to ex-
perimental results. This necessitates an accurate measure-
ment of the film thickness, which is accomplished using the
picosecond acoustic technique.24
Justification for our measurement procedure is found in
the sensitivity curves given in Sec. III. Essentially there are
three unknown thermal constants that must be measured in
order to obtain the substrate conductivity (i.e., kf, Ds, and es).
The intent of this section is to provide an approach that is
appropriate for a range of substrate materials having thermal
properties representative of nuclear fuel. In this regards, we
consider substrate materials that are both thermally similar
and dissimilar to the metal film. An outline of this approach
is given below:
1. Measure the thermal conductivity of the film. A baseline
sample with a known substrate material is needed for this
task. Figure 3(a) demonstrates that a thermally insulating
substrate such as SiO2 is a good choice for the baseline
sample due to high sensitivity on kf. It is assumed that the
specific heat of the film is the same as for the bulk mate-
rial. For fully dense films, this is a reasonable assumption.
Thus, we fit experiment data and theory result using only
two fitting parameters (a and kf). As mentioned previ-
ously, the spot size only influences the phase profile near
TABLE I. Sample properties for cases I and II.
Sample A Sample B
kf (W/(m K)) 11
Df (m
2/s) 5 106
ks (W/(m K)) 1.1 8.8
Ds (m
2/s) 5 107 4 106
spot size (lm) s.d. 1
spot size (lm) f.d. 15
h (nm) 200
FIG. 3. Sensitivity analysis in the spatial and frequency domain. (a), (b),
(c), (d), and (f) Solid—film conductivity, dotted—substrate diffusivity,
dashed—substrate conductivity, dashed-dotted—pump spot size. (e) Solid—
substrate effusivity. (a), (b), and (f) Case I. (c), (d), and (e) Case II. Parame-
ters are listed in Table I.
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the origin and hence kf is essentially obtained independ-
ently of the spot size.
2. Measure the thermal diffusivity of the substrate. Here we
plot the real part of the thermal wavenumber versus fre-
quency on a log-log graph. We can envision two scenar-
ios. One: a linear relationship is observed at low
frequencies indicating that we are only sensing the sub-
strate (see Fig. 2(b)). In this case, Ds can be obtained in a
straight forward manner with high confidence. Two: a lin-
ear relationship is not reached with decreasing frequency.
In this case, Ds is substantially lower than Df,
25 and Ds
must be obtained including ks as an additional parameter.
This situation is to be avoided if possible because multi-
parameter fitting raises issues concerning uniqueness.6,26
It is worth noting that in principle a linear relationship
can be reached with ever decreasing modulation fre-
quency. However, in real experiments, there is a lower
frequency limit determined by system noise.
3. Measure the thermal effusivity of the substrate. Two im-
portant points must be considered in this regard. First to
ensure peak sensitivity to es, the thermal wavelength in
the film must be tuned to be approximately equal to the
film thickness. Second, we chose a relatively large pump
laser spot size in relation to the optimal thermal wave-
length to ensure a 1D experimental geometry. In the 1D
limit, the phase profile versus frequency can be fit using
the substrate effusivity as the sole fitting parameter. After
the effusivity is measured, we can go back and compare
the 1D and 3D theoretic phase profiles using fitted values
to ensure that the 1D condition was met. The thermal con-
ductivity can now be extracted using the measured values
for diffusivity and effusivity.
V. EXPERIMENTAND SAMPLE DESCRIPTION
The diagram of our experiment setup is shown in Fig. 4.
The pump and probe27 beams are both derived from continu-
ous wave lasers having wavelengths of 532 nm and 655 nm,
respectively. The power of the pump and probe laser beams
reaching the sample surface is 3 mW and 500 lW, respec-
tively. An acousto-optic modulator (AOM) is used for ampli-
tude modulation of the pump laser. The upper modulation
frequency, 5 MHz, is determined by the reduced modula-
tion depth of the AOM with increasing frequency. Scanning
of the probe relative to the pump beam is achieved by send-
ing the probe beam through a confocal lens pair (of focal
length 100mm).28 The first lens in the confocal system is
attached to a stage that allows the lens and the probe beam to
be translated in the x-y plane. The probe beam propagation
vector remains collinear with the lens axis. The second lens
converts the x-y motion of the beam into a change in en-
trance angle into the objective. The scan limit using this opti-
cal system is approximately 100 lm. We use a 50 objective
lens for the spatial domain measurements and a 10 objec-
tive lens for the frequency domain measurements. The pump
beam is guided along the optical axis of the objective using a
dichroic beam splitter placed after the lens pair. The sample
surface as well as the pump and probe laser beams are
imaged onto a CCD camera to check beam overlap and sur-
face quality. The reflected probe light is collected by a pho-
todiode after passing a wavelength selective absorption filter
to block the pump light. The output signal is then sent to a
lock-in amplifier.
For the proof of principle experiment, we use two sub-
strate materials: sample A—fused silica (SiO2) is a material
with thermal properties representative of high burnup nuclear
fuel, and sample B—calcium fluoride (CaF2) is a material
with thermal properties representative of fresh nuclear fuel.
Additionally we used the SiO2 as our baseline sample to
determine kf. It is noted that our proof of principle experiment
and our baseline measurement on SiO2 were performed
separately.
Titanium has been identified as the optimal transducer
material due to its large thermoreflectance coefficient at the
probe laser wavelength. A film thickness of 200 nm was sug-
gested by sensitivity analysis. Titanium thin films were de-
posited on SiO2 (Sample A) and CaF2 (sample B) substrates
simultaneously using thermal sputtering. Picosecond acous-
tics was used to obtain the film thickness. The measured film
thickness is 170(64) nm.
VI. RESULTS AND DISCUSSION
Baseline measurements on the SiO2 sample using
both the spatial and frequency domain methods are pre-
sented in Fig. 5. We use these experimental results to
determine kf based on the published values for SiO2
(ks¼ 1.4W/(m K) and Ds¼ 9.5 107 m2/s). Figure 5(a)
shows spatial domain phase profiles at 5 kHz, 10 kHz,
and 50 kHz and corresponding least square fits using the
model discussed in Sec. II C. The best fit value for kf is
determined to be 11.0W/(m K) which is substantially
lower than the bulk value of 21.9W/(m K). To confirm
this measurement, we also performed a fit on the fre-
quency domain data shown in Fig. 5(b). The fitted value
in this case kf¼ 10.8W/(m K) is in good agreement with
spatial domain measurement.
FIG. 4. Experimental setup. An AOM is used for amplitude modulation of
the pump beam. Both the pump and probe beam are focused onto the sample
using a single microscope objective. The probe is scanned relative to the
pump by changing the entrance angle into the objective.
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To extract Ds of sample A and sample B we performed
spatial domain scans in the frequency range from 20Hz to
100 kHz. The real part of the thermal wavenumber is obtained
from each individual profile using linear fitting. The results
are plotted in Fig. 6 on a log—log scale. In order to simplify
the fitting process, we started the analysis by looking at the
low frequency portion of the data that had a linear relationship
with a slope of 1=2. To be consistent with our measurement
noise, we use a 5% tolerance for the slope. A slope that fell
outside this tolerance requires including ks in the fitting rou-
tine. The frequency dependence of the wavenumber of sample
A suggests a thermally slow substrate. Accordingly, we only
use the low frequency region from 20Hz to 100Hz to extract
Ds (Dlog (q)/Dlog (x)¼ 0.475). Sample B has a comparable
thermal diffusivity to the Ti film as indicated by the linear
relationship across the entire frequency range sampled (Dlog
(q)/Dlog (x)¼ 0.498). Therefore, in both cases, Ds are
obtained directly and the results are given in Table II.
To determine e, we performed a phase measurement at
distinct frequencies and applied the phase lag expression in
Eq. (4). From the discussion above, the optimal frequency
for the effusivity measurement fell in a narrow window. The
bounds of this window are determined by three requirements.
First, the thermal wavelength in the film must be comparable
to the film thickness. Second, the ratio of the pump spot size
to the thermal wavelength needs to be large (a/k 1) to val-
idate our 1D analysis. Third, the SNR must be sufficiently
large for accurate measurements. Here, it is important to
note that the SNR decreases with increasing frequency due
to decreasing thermal wave amplitude and decreasing modu-
lation depth of the pump laser. A telescope was used to
adjust the heating laser spot size on the sample surface from
8 lm to 15 lm. Given our limited pump power, our optimal
spot size is 10 lm and the corresponding optimal frequency
window is between 1 and 2MHz. The thermal effusivities of
the sample A and B are summarized in Table II. The values
obtained at 1 and 2MHz for both samples agree to within
5%. This observation indicates that the 1D condition was sat-
isfied. In addition, we compared the 1D and 3D solutions
using the fitted thermal parameters. For this frequency win-
dow, the 1D and 3D solutions agree to within 0.5% which
further validates our 1D analysis.
The thermal conductivities are obtained using the meas-
ured values of es and Ds. A full tabulation of the measured
thermal properties of samples A and B is given in Table II.
While the measured conductivity for the SiO2 sample agrees
closely with published values (deviation 5%), the measured
value for CaF2 only exhibit partial agreement with published
values (deviation 10%). We can think of three potential
explanations for the error in our measurement. First, there
may be a substantial thermal interface resistance, Rth,
between the film and substrate. Previous work by Stoner and
Maris29 considered the interface resistance between several
metals and dielectrics. For a Ti film on sapphire, they meas-
ured Rth 5 109 m2K/W at room temperature. Using this
value for the interface resistance, we find that the fitted value
of kf and the values of Ds for either substrate materials do not
change appreciably. Because the effusivity measurement
depends strongly on the boundary condition between the film
and substrate, the interface resistance will more strongly
influence the fitted effusivity value (listed at the bottom of
Table II). Including Rth in our model decreases the error in
the effusivity for SiO2 but increase the error for CaF2. The
second source of error is related to the strong variation in the
thermal conductivity of CaF2 with temperature.
30 However,
the temperature field does not extend far from the source.
This would indicate that the effusivity measurement should
be more strongly impacted because the pump and probe
overlap. The third source of error stems from the fact that
CaF2 is a better conductor than SiO2. Thus, the maximum
FIG. 6. The log-log plots of the real part of the thermal wavenumber with
respect to frequency for samples A (left) and B (right) in the frequency
region from 100Hz to 100 kHz. (Circle—experiment, solid—straight lines
associated with Df, dotted—best fit line).
FIG. 5. Thermal conductivity measurement of the film for baseline sample.
(a) Spatial domain data (sqaure—5 kHz, diamond—10 kHz, triangle—
50 kHz). Solid lines are best fit model results. (b) Frequency domain (experi-
mental data—circles, solid line—best fit model result).
TABLE II. Measured and the literature value of thermal conductivity, diffu-
sivity, and effusivity of unknown samples.32
Sample A
(SiO2)
Sample B
(CaF2)
Phase lag (deg) 60.4 46.3
Effusivity (J/m2 s1/2 K), measured 1490 4570
Effusivity (J/m2 s1/2 K), literature 1436 4989
Effusivity error <4% 8%
Diffusivity (m2/s) measured 9.80 107 3.25 106
Diffusivity (m2/s) literature 9.5 107 3.4 106
Diffusivity error 3% 4%
Conductivity (W/(m K), measured 1.47 8.24
Conductivity (W/(m K), literature 1.4 9.2
Conductivity error 5% 10%
Effusivity (J/m2 s1/2 K),
measured including Rth¼ 5 109 m2 K/W
1460 4180
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thermal wave amplitude for any particular pump power will
be larger in the SiO2 sample. Correspondingly, the SNR will
be larger in the SiO2 sample leading to more accurate results.
In future work, this issue will be addressed by using a more
powerful pump laser to compensate for high conductivity
samples. We have also considered the influence of a thin
oxide layer on top of the Ti film. We performed our measure-
ments on freshly coated samples with an oxide layer thick-
ness of 1-2 nm.31 Our model shows that the influence of an
oxide layer of this thickness does not influence the fitted
results.
VII. CONCLUSION
A photothermal reflectance technique to measure the
thermal conductivity of nuclear fuel samples with high spa-
tial resolution was developed. A thin film is applied to the
sample to ensure strong optical absorption and to introduce a
second boundary condition that explicitly contains an
expression for the thermal effusivity. Applying the measure-
ments in the spatial domain and frequency domain, the ther-
mal diffusivity and effusivity of the substrate are obtained
separately, and the thermal conductivity is extracted. A proof
of principle experiment was conducted using two surrogate
samples: SiO2 is a material with thermal properties represen-
tative of high burnup nuclear fuel, and CaF2 is a material
with thermal properties representative of fresh nuclear fuel.
The measured conductivities compare favorably with pub-
lished values. As a post irradiation examination tool, this
new experimental approach has important technological
applications to advance nuclear fuel development.
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